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Sterility is EVENT related, not time related; Pack is considers sterile unless and event causes contamination (example:  punctured, torn, cracked packs = 
unsterile; evidence of water damage or yellowed packs = unsterile). Have process to routine evaluation of sterile packs 
Log Process:  Write date and Load # on Pack  ( if more than 1 load is run in the same day, write date and load #1 and then date and load #2 etc) 
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